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Columbia
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 5267270 fax Analytical

Services™

An Employee - Owned Company

January 24, 2008

Mr. Norm Diaz
Helphinkley.org

25789 Community Blvd.
Barstow, CA 92311

RE: P2800053
Hinkley Baseline/Background Samples

Dear Mr. Diaz:

Enclosed are the results of the sample(s) submitted to our laboratory on January 9, 2008. For your
reference, these analyses have been assigned our service request number P2800053.

All analyses were performed in accordance with our laboratory’s quality assurance program. Results are
intended to be considered in their entirety and apply only to the samples analyzed and reported herein.
Your report contains 1%  pages.

Columbia Analytical Services, Inc. is certified by the California Department of Health Services, NELAP
Laboratory Certificate No. 02115CA; Arizona Department of Health Services, Certificate No. AZ0694;
Florida Department of Health, NELAP Certification E871020; New Jersey Department of Environmental
Protection, NELAP Laboratory Certification ID #CA009; New York State Department of Health,
NELAP NY Lab ID No: 11221; Oregon Environmental Laboratory Accreditation Program, NELAP ID:
CA20007; The American Industrial Hygiene Association, Laboratory #101661; Department of the Navy
(NFESC); Pennsylvania Registration No. 68-03307. Each of the certifications listed above have an
explicit Scope of Accreditation that applies to specific matrices/methods/analytes; therefore, please
contact me for information corresponding to a particular certification.

If you have any questions, please call me at (805) 526-7161.
Respectfully submitted,

Columbia Analytical Services, Inc.

Kate Aguilera
Project Manager
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2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax A

olumbia
Analytical

Services"

An Employee - Owned Company

LABORATORY REPORT
Client: HELPHINKLEY.ORG Date of Report: 01/24/08
Address: 25789 Community Blvd. Date Received: 01/09/08
Barstow, CA 92311 CAS Project No: P2800053
Contact: Mr. Norm Diaz Purchase Order: Verbal

Client Project ID: Hinkley Baseline/Background Samples

One (1) Tedlar Bag Sample labeled: “Hinkley School”

The sample was received at the laboratory under chain of custody on January 9, 2008. The sample was
received intact. Please refer to the sample acceptance check form for additional information. The results
reported herein are applicable only to the condition of the sample at the time that it was received at the
laboratory.

Sulfur Analysis

The sample was analyzed for twenty sulfur compounds per ASTM D 5504-01 using a gas chromatograph
equipped with a sulfur chemiluminescence detector (SCD). All compounds with the exception of
hydrogen sulfide and carbonyl sulfide are quantitated against the initial calibration curve for methyl
mercaptan.

Volatile Organic Compound Analysis

The sample was also analyzed by combined gas chromatography/mass spectrometry (GC/MS) for volatile
organic compounds and tentatively identified compounds. The analyses were performed according to the
methodology outlined in EPA Method TO-15. However, the method was modified to include the use of
Tedlar bags. The analyses were performed by gas chromatography/mass spectrometry, utilizing a direct
cryogenic trapping technique. The analytical system used was comprised of an Agilent Model 5975Cinert
GC/MS/DS interfaced to a Tekmar AutoCan Elite whole air inlet system/cryogenic concentrator. A
100% Dimethylpolysiloxane capillary column (RT-1, Restek Corporation, Bellefonte, PA) was used to
achieve chromatographic separation.

Reviewed,and Approved: Reviewed and. Approved:
i g
== — rA— \\f\; &Wb&w,g
Zheng Wang Chris Parnell
Analytical Chemist GCMS-VOA Team Leader
Air Quality Laboratory Air Quality Laboratory 2
. @ @
NELAP Accredited ACIL Seal of Excellence Award &5 100% Recycled
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Columbia
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Ana!yticai

Services ™

An Employee - Owned Company

CAS Project No: P2800053

The results of analyses are given on the attached data sheets. All results are intended to be considered in
their entirety, and Columbia Analytical Services, Inc. (CAS) is not responsible for utilization of less than
the complete report.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: Helphinkley.org
Client Sample ID: Hinkley School , CAS Project ID: P2800053
Client Project ID: Helphinkley Baseline/Background samples CAS Sample ID: P2800053-001
Test Code: ASTM D 5504-01 Date Collected: 1/9/08
Instrument ID: HP5890 II/GC5/SCD Time Collected: 12:15
Analyst: Zheng Wang/Chris Cornett ' Date Received: 1/9/08
Sampling Media:  Tedlar Bag Date Analyzed: 1/9/08
Test Notes: Time Analyzed: 17:24
Volume(s) Analyzed: 1.0 ml(s)
CAS # Compound Result MRL Result MRL Data
ng/m? pg/m? ppbV ppbV Qualifier

7783-06-4 Hydrogen Sulfide ND 7.0 ND 5.0

463-58-1 Carbonyl Sulfide ND 12 ND 5.0

74-93-1 Methyl Mercaptan ND 9.8 ND 5.0

75-08-1 Ethyl Mercaptan ND 13 ND 5.0

75-18-3 Dimethyl Sulfide ND 13 ND 5.0

75-15-0 Carbon Disulfide ND 7.8 ND 2.5

75-33-2 Isopropyl Mercaptan ND 16 ND 5.0

75-66-1 tert-Butyl Mercaptan ND 18 ND 5.0

107-03-9 n-Propyl Mercaptan ND 16 ND 5.0

624-89-5 Ethyl Methyl Sulfide ND 16 ND 5.0

110-02-1 Thiophene ND 17 ND 5.0

513-44-0 Isobutyl Mercaptan ND 18 ND 5.0

352-93-2 Diethyl Sulfide ND 18 ND 5.0

109-79-5 n-Butyl Mercaptan ND 18 ND 5.0

624-92-0 Dimethy! Disulfide ND 9.6 ND 2.5

616-44-4 3-Methylthiophene ND 20 ND 5.0

110-01-0 Tetrahydrothiophene ND 18 ND 5.0

638-02-8 2,5-Dimethylthiophene ND 23 ND 5.0

872-55-9 2-Ethylthiophene ND 23 ND 5.0

110-81-6 Diethy! Disulfide ND 12 ND 2.5

ND = Compound was analyzed for, but not detected above the laboratory detection limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: L{b Date: |lanlog 4

00053SVG.REI - Sample 20SULFURXLT - PageNo.:




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: Helphinkley.org
" Client Sample ID: Method Blank
Client Project ID: Helphinkley Baseline/Background samples

CAS Project ID:
CAS Sample ID:

P2800053
P080109-MB

Test Code: ASTM D 5504-01 Date Collected: NA
Instrument ID: HP5890 II/GCS5/SCD Time Collected: NA
Analyst: Zheng Wang/Chris Cornett Date Received: NA
Sampling Media: ~ Tedlar Bag Date Analyzed: 1/09/08
Test Notes: Time Analyzed: 10:09
Volume(s) Analyzed: 1.0 ml(s)
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m’ ppbV ppbV Qualifier
7783-06-4 Hydrogen Sulfide ND 7.0 ND 5.0
463-58-1 Carbonyl Sulfide ND 12 ND 5.0
74-93-1 Methyl Mercaptan ND 9.8 ND 5.0
75-08-1 Ethyl Mercaptan ND 13 ND 5.0
~75-18-3 Dimethyl Sulfide ND 13 ND 5.0
75-15-0 Carbon Disulfide ND 7.8 ND 2.5
75-33-2 Isopropyl Mercaptan ND 16 ND 5.0
75-66-1 tert-Butyl Mercaptan ND 18 ND 5.0
107-03-9 n-Propyl Mercaptan ND 16 ND 5.0
624-89-5 Ethyl Methyl Sulfide ND 16 ND 5.0
110-02-1 Thiophene ND 17 ND 5.0
513-44-0 Isobutyl Mercaptan ND 18 ND 5.0
352-93-2 Diethyl Sulfide ND 18 ND 5.0
109-79-5 n-Butyl Mercaptan ND 18 ND 5.0
- 624-92-0 Dimethyl Disulfide ND 9.6 ND 2.5
616-44-4 3-Methylthiophene ND 20 ND 5.0
110-01-0 Tetrahydrothiophene ND 18 ND 5.0
638-02-8 2,5-Dimethylthiophene ND 23 ND 5.0
872-55-9 2-Ethylthiophene ND 23 ND 5.0
110-81-6 Diethy! Disulfide ND 12 ND 2.5

ND = Compound was analyzed for, but not detected above the laboratory detection limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

‘g{zi >

Date:  }laxlo%

00053SVG.RE! - MBlank
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 3
Client: Helphinkley.org
Client Sample ID: Hinkley School CAS Project ID: P2800053
Client Project ID: Helphinkley Baseline/Background samples CAS Sample ID: P2800053-001
Test Code: EPA TO-15 Modified Date Collected: 1/9/08
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: 1/9/08
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media:  Tedlar Bag Volume(s) Analyzed: 0.10 Liter(s)
Test Notes:
CAS # Compound Result MRL Result MRL Data
pg/m’ pg/m’ ppbV ppbV Qualifier
115-07-1 Propene ND 5.0 ND 2.9
75-71-8 Dichlorodifluoromethane (CFC 12) ND 5.0 ND 1.0
74-87-3 Chloromethane ND 5.0 ND 2.4
1,2-Dichloro-1,1,2,2-
76-14-2 tetrafluoroethane (CFC 114) ND 50 ND 0.72
75-01-4 Vinyl Chloride ND 5.0 ND 2.0
106-99-0 1,3-Butadiene ND 5.0 ND 23
74-83-9 Bromomethane ND 5.0 ND 1.3
75-00-3 Chloroethane ND 5.0 ND 1.9
64-17-5 Ethanol 70 50 37 27
75-05-8 Acetonitrile ND 5.0 ND 3.0
107-02-8 Acrolein ND 5.0 ND 22
67-64-1 Acetone ND 50 ND 21
75-69-4 Trichlorofluoromethane ND 5.0 ND 0.89
67-63-0 2-Propanol (Isopropyl Alcohol) 6.8 5.0 2.8 2.0
107-13-1 Acrylonitrile ND 5.0 ND 2.3
75-35-4 1,1-Dichloroethene ND 5.0 ND 1.3
75-09-2 Methylene Chloride ND 5.0 ND 1.4
107-05-1 3-Chloro-1-propene (Allyl Chloride) ND 5.0 ND 1.6
76-13-1 Trichlorotrifluoroethane ND 5.0 ND 0.65
75-15-0 Carbon Disulfide ND 5.0 ND 1.6
156-60-5 trans-1,2-Dichloroethene ND 5.0 ND 1.3
75-34-3 1,1-Dichloroethane ND 5.0 ND 1.2
1634-04-4 Methy! tert-Butyl Ether ND 5.0 ND 14
108-05-4 Vinyl Acetate ND 50 ND 14
78-93-3 2-Butanone (MEK) ND 5.0 ND 1.7

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

,%;L)wu'

Date: | PEN I

00053VOA RE1 - Sample
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COLUMBIA ANALYTICAL SERVICES, INC.
RESULTS OF ANALYSIS
Page 2 of 3
Client: Helphinkley.org
Client Sample ID: Hinkley School CAS Project ID: P2800053
Client Project ID: Helphinkley Baseline/Background samples CAS Sample ID: P2800053-001
Test Code: EPA TO-15 Modified Date Collected: 1/9/08
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: 1/9/08
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 0.10 Liter(s)
Test Notes:
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
156-59-2 cis-1,2-Dichloroethene ND 5.0 ND 1.3
141-78-6 Ethyl Acetate ND 5.0 ND 1.4
110-54-3 n-Hexane ND 5.0 ND 1.4
67-66-3 Chloroform ND 5.0 ND 1.0
~ 109-99-9 Tetrahydrofuran (THF) ND 5.0 ND 1.7
107-06-2 1,2-Dichloroethane ND 5.0 ND 1.2
71-55-6 1,1,1-Trichloroethane ND 5.0 ND 0.92
71-43-2 Benzene ND 5.0 ND 1.6
56-23-5 Carbon Tetrachloride ND 5.0 ND 0.80
110-82-7 Cyclohexane ND 5.0 ND 1.5
78-87-5 1,2-Dichloropropane ND 5.0 ND 1.1
75-27-4 Bromodichloromethane ND 5.0 ND 0.75
79-01-6 Trichloroethene ND 5.0 ND 0.93
123-91-1 1,4-Dioxane ND 5.0 ND 1.4
80-62-6 Methyl Methacrylate ND 5.0 ND 1.2
142-82-5 n-Heptane ND 5.0 ND 1.2
10061-01-5 cis-1,3-Dichloropropene ND 5.0 ND 1.1
108-10-1 4-Methyl-2-pentanone ND 5.0 ND 1.2
10061-02-6 trans-1,3-Dichloropropene ND 5.0 ND 1.1
79-00-5 1,1,2-Trichloroethane ND 5.0 ND 0.92
108-88-3 Toluene ND 5.0 ND 1.3
591-78-6 2-Hexanone ND 5.0 ND 1.2
124-48-1 Dibromochloromethane ND 5.0 ND 0.59
106-93-4 1,2-Dibromoethane ND 5.0 ND 0.65
123-86-4 n-Butyl Acetate ND 5.0 ND 1.1

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

R

Date:  |l2lo¥ 7

00053VOA.REI - Sample

TO15SCAN.XLT - NL - PageNo.:



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 3 of 3
Client: Helphinkley.org CAS Project ID: P2800053
Client Sample ID: Hinkley School CAS Sample ID: P2800053-001
Client Project ID: Helphinkley Baseline/Background samples
Test Code: EPA TO-15 Modified Date Collected: 1/9/08
Instrument 1D: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: 1/9/08
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 0.10 Liter(s)
Test Notes:
Result MRL Result MRL Data
CAS# Compound pg/m® pg/m? ppbV ppbV Qualifier
111-65-9 n-Octane ND 5.0 ND 1.1
127-18-4 Tetrachloroethene ND 5.0 ND 0.74
108-90-7 Chlorobenzene ND 5.0 ND 1.1
100-41-4 Ethylbenzene ND 5.0 ND 1.2
179601-23-1 m,p-Xylenes ND 10 ND 23
75-25-2 Bromoform ND 5.0 ND 0.48
100-42-5 Styrene ND 5.0 ND 1.2
95-47-6 o-Xylene ' ND 5.0 ND 1.2
111-84-2 n-Nonane ND 5.0 ND 0.95
79-34-5 1,1,2,2-Tetrachloroethane ND 5.0 ND 0.73
98-82-8 Cumene ND 5.0 ND 1.0
80-56-8 alpha-Pinene ND 5.0 ND 0.90
103-65-1 n-Propylbenzene ND 5.0 ND 1.0
622-96-8 4-Ethyltoluene ND 5.0 ND 1.0
108-67-8 1,3,5-Trimethylbenzene ND 5.0 ND 1.0
95-63-6 1,2,4-Trimethylbenzene , ND 5.0 ND 1.0
100-44-7 Benzyl Chloride ND 5.0 ND 0.97
541-73-1 1,3-Dichlorobenzene ND 5.0 ND 0.83
106-46-7 1,4-Dichlorobenzene ND 5.0 ND 0.83
95-50-1 1,2-Dichlorobenzene ND 5.0 ND 0.83
5989-27-5 d-Limonene ‘ ND 5.0 ND 0.90
96-12-8 1,2-Dibromo-3-chloropropane ND 5.0 ND 0.52
120-82-1 1,2,4-Trichlorobenzene ND 5.0 ND 0.67
91-20-3 Naphthalene ND 5.0 ND 0.95
87-68-3 Hexachlorobutadiene ND 5.0 ND 0.47

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

¥ (e

Date: |luslol

00053VOA.REI - Sample

TO15SCAN.XLT - NL - PageNo.:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 3

Client: Helphinkley.org

Client Sample ID: Method Blank CAS Project ID: P2800053

Client Project ID: Helphinkley Baseline/Background samples CAS Sample ID: P080110-MB

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: NA

Analyst: Chelsea Brouillette Date Analyzed: 1/10/08

Sampling Media:  Tedlar Bag Volume(s) Analyzed: 1.00 Liter(s)

Test Notes:

CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
115-07-1 Propene ND 0.50 ND 0.29
75-71-8 Dichlorodifluoromethane (CFC 12) ND 0.50 ND 0.10
74-87-3 Chloromethane ND 0.50 ND 0.24
1,2-Dichloro-1,1,2,2-

76-14-2 tetrafluoroethane (CFC 114) ND 0-50 ND 0.072

~75-01-4 Vinyl Chloride ND 0.50 ND 0.20
106-99-0 1,3-Butadiene ND 0.50 ND 0.23
74-83-9 Bromomethane ND 0.50 ND 0.13
75-00-3 Chloroethane ND 0.50 ND 0.19
64-17-5 Ethanol ND 5.0 ND 2.7
75-05-8 Acetonitrile ND 0.50 ND 0.30
107-02-8 Acrolein ND 0.50 ND 0.22
67-64-1 Acetone ND 5.0 ND 2.1
75-69-4 Trichlorofluoromethane ND 0.50 ND 0.089
67-63-0 2-Propanol (Isopropyl Alcohol) ND 0.50 ND 0.20
107-13-1 Acrylonitrile ND 0.50 ND 0.23
75-35-4 1,1-Dichloroethene ND 0.50 ND 0.13
75-09-2 Methylene Chloride ND 0.50 ND 0.14
107-05-1 3-Chloro-1-propene (Allyl Chloride) ND 0.50 ND 0.16
76-13-1 Trichlorotrifluoroethane ND 0.50 ND 0.065
75-15-0 Carbon Disulfide ND 0.50 ND 0.16
156-60-5 trans-1,2-Dichloroethene ND 0.50 ND 0.13
75-34-3 1,1-Dichloroethane ND 0.50 ND 0.12
1634-04-4 Methy! tert-Butyl Ether ND 0.50 ND 0.14
108-05-4 Vinyl Acetate ND 5.0 ND 1.4
78-93-3 2-Butanone (MEK) ND 0.50 ND 0.17

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

00053VOA RE1 - MBlank

Verified By:
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Date: | [)2[K
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 3
Client: Helphinkley.org
Client Sample ID: Method Blank CAS Project ID: P2800053
Client Project ID: Helphinkley Baseline/Background samples CAS Sample ID: P080110-MB
Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: NA
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
CAS # Compound Result MRL Result MRL Data
pg/m® ug/m? ppbV ppbV Qualifier

156-59-2 cis-1,2-Dichloroethene ND 0.50 ND 0.13

141-78-6 Ethyl Acetate ND 0.50 ND 0.14

110-54-3 n-Hexane ND 0.50 ND 0.14

67-66-3 Chloroform ND 0.50 ND 0.10

109-99-9 Tetrahydrofuran (THF) ND 0.50 ND 0.17 B

107-06-2 1,2-Dichloroethane ND 0.50 ND 0.12

71-55-6 1,1,1-Trichloroethane ND 0.50 ND 0.092

71-43-2 Benzene ND 0.50 ND 0.16

56-23-5 Carbon Tetrachloride ND 0.50 ND 0.080

110-82-7 Cyclohexane ND 0.50 ND 0.15

78-87-5 1,2-Dichloropropane ND 0.50 ND 0.11

75-27-4 Bromodichloromethane ND 0.50 ND 0.075

79-01-6 Trichloroethene ND 0.50 ND 0.093

123-91-1 1,4-Dioxane ND 0.50 ND 0.14

80-62-6 Methy! Methacrylate ND 0.50 ND 0.12

142-82-5 n-Heptane ND 0.50 ND 0.12

10061-01-5 cis-1,3-Dichloropropene ND 0.50 ND 0.11

108-10-1 4-Methyl-2-pentanone ND 0.50 ND 0.12

10061-02-6 trans-1,3-Dichloropropene ND 0.50 ND 0.11

79-00-5 1,1,2-Trichloroethane ND 0.50 ND 0.092

108-88-3 Toluene ND 0.50 ND 0.13

591-78-6 2-Hexanone ND 0.50 ND 0.12

124-48-1 Dibromochloromethane ND 0.50 ND 0.059

106-93-4 1,2-Dibromoethane ND 0.50 ND 0.065

123-86-4 n-Butyl Acetate ND 0.50 ND 0.11

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

Date: | |22 o<
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 3 of 3

Client: Helphinkley.org CAS Project ID: P2800053

Client Sample ID: Method Blank CAS Sample ID: P080110-MB

Client Project ID: Helphinkley Baseline/Background samples

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: NA

Analyst: Chelsea Brouillette Date Analyzed: 1/10/08

Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 1.00 Liter(s)

Test Notes:

Result MRL Result MRL Data
CAS # Compound pg/m’ pg/m? ppbV ppbV Qualifier

111-65-9 n-Octane ND 0.50 ND 0.11
127-18-4 Tetrachloroethene ND 0.50 ND 0.074
108-90-7 Chlorobenzene ND 0.50 ND 0.11
100-41-4 Ethylbenzene ND 0.50 ND 0.12
179601-23-1 m,p-Xylenes ND 1.0 ND 0.23
75-25-2 Bromoform ND 0.50 ND 0.048
100-42-5 Styrene ND 0.50 ND 0.12
95-47-6 0-Xylene ND 0.50 ND 0.12
111-84-2 n-Nonane ND 0.50 ND 0.095
79-34-5 1,1,2,2-Tetrachloroethane ND 0.50 ND 0.073
98-82-8 Cumene ND 0.50 ND 0.10
80-56-8 alpha-Pinene ND 0.50 ND 0.090
103-65-1 n-Propylbenzene ND 0.50 ND 0.10
622-96-8 4-Ethyltoluene ND 0.50 ND 0.10
108-67-8 1,3,5-Trimethylbenzene ND 0.50 ND 0.10
95-63-6 1,2,4-Trimethylbenzene ND 0.50 ND 0.10
100-44-7 Benzy! Chloride ND 0.50 ND 0.097
541-73-1 1,3-Dichlorobenzene ND 0.50 ND 0.083
106-46-7 1,4-Dichlorobenzene ND 0.50 ND 0.083
95-50-1 1,2-Dichlorobenzene ND 0.50 ND 0.083
5989-27-5 d-Limonene ND 0.50 ND 0.090
96-12-8 1,2-Dibromo-3-chloropropane ND 0.50 ND 0.052
120-82-1 1,2,4-Trichlorobenzene ND 0.50 ND 0.067
91-20-3 Naphthalene ND 0.50 ND 0.095
87-68-3 Hexachlorobutadiene ND 0.50 ND 0.047

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

00053VOA.RE! - MBlank

Verified By:
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Columbia Analytical Services, Inc.
Sample Acceptance Check Form

Client: Helphinkley.org Work order: P2800055
Project: Hinkley Baseline/Background Samples
Sample(s) received on: 1/9/08 Date opened: 1/9/08 by: LK

Note: This form is used for all samples received by CAS. The use of this form for custody seals is strictly meant to indicate presence/absence and not as an indication of

compliance or nonconformity. Thermal preservation and pH will only be evaluated either at the request of the client or as required by the method/SOP.

| Yes No NA

1 Were sample containers properly marked with client sample ID? O O
2 Did sample containers arrive in good condition? O O
3 Were chain-of-custody papers used and filled out? O O
4  Did sample container labels and/or tags agree with custody papers? O O
5 Was sample volume received adequate for analysis? O O
6  Are samples within specified holding times? O O
7 Was proper temperature (thermal preservation) of cooler at receipt adhered to? ’ O O

Cooler Temperature NA °C

Blank Temperature NA °C
8 Were custody seals on outside of cooler/Box?

Location of seal(s)? Sealing Lid?

Were signature and date included?
Were seals intact?
Were custody seals on outside of sample container?
Location of seal(s)? Sealing Lid?
Were signature and date included?

Were seals intact?

9 Is pH (acid) preservation necessary, according to method/SOP or Client specified information?

Is there a client indication that the submitted samples are pH (acid) preserved?

Were VOA vials checked for presence/absence of air bubbles?

Does the client/method/SOP require that the analyst check the sample pH and if necessary alter it?
10 Tubes: Are the tubes capped and intact?

Do they contain moisture?

11  Badges: Are the badges properly capped and intact?

OO000000O0OO0OO000OooOooOoan
OO0O000000OOoOoo0oo0ooOoooo
3 3 P P P I P S

Are dual bed badges separated and individually capped and intact?

P2800055-001 NA

Explain any discrepancies: (include lab sample ID numbers):

12
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Columbia
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Analytical

Services™™

An Employee - Owned Company

January 24, 2008

Mr. Norm Diaz
Helphinkley.org

25789 Community Blvd.
Barstow, CA 92311

RE: P2800055
Hinkley Baseline/Background Samples

Dear Mr. Diaz:

Enclosed are the results of the sample(s) submitted to our laboratory on January 9, 2008. For your
reference, these analyses have been assigned our service request number P2800055.

All analyses were performed in accordance with our laboratory’s quality assurance program. Results are
intended to be considered in their entirety and apply only to the samples analyzed and reported herein.
Your report contains _{ 2 pages.

Columbia Analytical Services, Inc. is certified by the California Department of Health Services, NELAP
Laboratory Certificate No..02115CA; Arizona Department of Health Services, Certificate No. AZ0694;
Florida Department of Health, NELAP Certification E871020; New Jersey Department of Environmental
Protection, NELAP Laboratory Certification ID #CA009; New York State Department of Health,
NELAP NY Lab ID No: 11221; Oregon Environmental Laboratory Accreditation Program, NELAP ID:
CA20007; The American Industrial Hygiene Association, Laboratory #101661; Department of the Navy
(NFESC); Pennsylvania Registration No. 68-03307. Each of the certifications listed above have an
explicit Scope of Accreditation that applies to specific matrices/methods/analytes; therefore, please
contact me for information corresponding to a particular certification.

If you have any questions, please call me at (805) 526-7161.
Respectfully submitted,

Columbia Analytical Services, Inc.

Kate Aguilera
Project Manager
Page
1of 13
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Columbia
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Analyploal
: Services™®
An Employee - Owned Company
LABORATORY REPORT
Client: HELPHINKLEY.ORG Date of Report: 01/24/08
Address: 25789 Community Blvd. Date Received: 01/09/08
Barstow, CA 92311 CAS Project No: P2800055
‘Contact: Norm Diaz Purchase Order: Verbal

Client Project ID: Hinkley Baseline/Background Samples

One (1) Tedlar Bag Sample labeled: “Sludge Site”

The sample was received at the laboratory under chain of custody on January 9, 2008. The sample was
received intact. Please refer to the sample acceptance check form for additional information. The results
reported herein are applicable only to the condition of the sample at the time that it was received at the
laboratory.

Sulfur Analysis

The sample was analyzed for twenty sulfur compounds per ASTM D 5504-01 using a gas chromatograph
equipped with a sulfur chemiluminescence detector (SCD). All compounds with the exception of
hydrogen sulfide and carbonyl sulfide are quantitated against the initial calibration curve for methyl
mercaptan.

Volatile Organic Compound Analysis

The sample was also analyzed by combined gas chromatography/mass spectrometry (GC/MS) for volatile
organic compounds and tentatively identified compounds. The analyses were performed according to the
methodology outlined in EPA Method TO-15. However, the method was modified to include the use of
Tedlar bags. The analyses were performed by gas chromatography/mass spectrometry, utilizing a direct
cryogenic trapping technique. The analytical system used was comprised of an Agilent Model 5975Cinert
GC/MS/DS interfaced to a Tekmar AutoCan Elite whole air inlet system/cryogenic concentrator. A
100% Dimethylpolysiloxane capillary column (RTx-1, Restek Corporation, Bellefonte, PA) was used to
achieve chromatographic separation.

Review/e/c} and Approved: zyie@ed and/Approved:
LT 0
” A~ K MAJ\/\&M&Q
; \

Zheng Wang éhns Parnell

Analytical Chemist GCMS-VOA Team Leader

Air Quality Laboratory Air Quality Laboratory 2
&® © @

NELAP Accredited ACIL Seal of Excellence Award £ 100% Recycled



Columbia
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Analytical

Services"

An Employee - Owned Company

CAS Project No: P2800055

The results of analyses are given on the attached data sheets. All results are intended to be considered in
their entirety, and Columbia Analytical Services, Inc. (CAS) is not responsible for utilization of less than
the complete report.

3
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: Helphinkley.org
Client Sample ID: Sludge Site
Client Project ID: Hinkley Baseline/Background Samples

CAS Project ID:
CAS Sample ID:

P2800055
P2800055-001

Test Code: ASTM D 5504-01 Date Collected: 1/9/08
Instrument ID: HP5890 II/GCS/SCD Time Collected: 13:20
Analyst: Zheng Wang/Chris Cornett Date Received: 1/9/08
Sampling Media: ~ Tedlar Bag Date Analyzed: 1/9/08
Test Notes: Time Analyzed: 17:47
Volume(s) Analyzed: 1.0 ml(s)
CAS # Compound Result MRL Result MRL Data
pg/m’ pg/m? ppbV ppbV Qualifier

7783-06-4 Hydrogen Sulfide ND 7.0 ND 5.0

463-58-1 Carbonyl Sulfide ND 12 ND 5.0

74-93-1 Methyl Mercaptan ND 9.8 ND 5.0

75-08-1 Ethyl Mercaptan ND 13 ND 5.0

75-18-3 Dimethyl Sulfide ND 13 ND 5.0

75-15-0 Carbon Disulfide ND 7.8 ND 2.5

75-33-2 Isopropyl Mercaptan ND 16 ND 5.0

75-66-1 tert-Butyl Mercaptan ND 18 ND 5.0

107-03-9 n-Propyl Mercaptan ND 16 ND 5.0

624-89-5 Ethyl Methyl Sulfide ND 16 ND 5.0

110-02-1 Thiophene ND 17 ND 5.0

513-44-0 Isobutyl Mercaptan ND 18 ND 5.0

352-93-2 Diethyl Sulfide ND 18 ND 5.0

109-79-5 n-Butyl Mercaptan ND 18 ND 5.0

624-92-0 - Dimethyl Disulfide ND 9.6 ND 2.5

616-44-4 3-Methylthiophene ND 20 ND 5.0

110-01-0 Tetrahydrothiophene ND 18 ND 5.0

638-02-8 2,5-Dimethylthiophene ND 23 ND 5.0

872-55-9 2-Ethylthiophene ND 23 ND 5.0

110-81-6 Diethyl Disulfide ND 12 ND 2.5

ND = Compound was analyzed for, but not detected above the laboratory detection limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

Date: | lon|0%

000558VG.REI - Sample

20SULFUR XLT -

Page No.:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: Helphinkley.org
Client Sample ID: Method Blank CAS Project ID: P2800055
Client Project ID: Hinkley Baseline/Background Samples CAS Sample ID: P080109-MB
Test Code: ASTM D 5504-01 Date Collected: NA
Instrument ID: HP5890 II/GCS/SCD Time Collected: NA
Analyst: Zheng Wang/Chris Comett Date Received: NA
Sampling Media:  Tedlar Bag Date Analyzed: 1/09/08
Test Notes: Time Analyzed: 10:09
Volume(s) Analyzed: 1.0 ml(s)
CAS # Compound Result MRL Result MRL Data
pug/m? pg/m’ ppbV ppbV Qualifier

7783-06-4 Hydrogen Sulfide ND 7.0 ND 5.0

463-58-1 Carbonyl Sulfide ND 12 ND 5.0

74-93-1 Methyl Mercaptan ND 9.8 ND 5.0

75-08-1 Ethyl Mercaptan ND 13 ND 5.0

75-18-3 Dimethyl Sulfide ND 13 ND 5.0

75-15-0 Carbon Disulfide ND 7.8 ND 2.5

75-33-2 Isopropyl Mercaptan ND 16 ND 5.0

75-66-1 tert-Butyl Mercaptan ND 18 ND 5.0

107-03-9 n-Propyl Mercaptan ND 16 ND 5.0

624-89-5 Ethyl Methyl Sulfide ND 16 ND 5.0

110-02-1 Thiophene ND 17 ND 5.0

513-44-0 Isobutyl Mercaptan ND 18 ND 5.0

352-93-2 Diethyl Sulfide ND 18 ND 5.0

109-79-5 n-Butyl Mercaptan ND 18 ND 5.0

624-92-0 Dimethyl Disulfide ND 9.6 ND 2.5

616-44-4 3-Methylthiophene ND 20 ND 5.0

110-01-0 Tetrahydrothiophene ND 18 ND 5.0

638-02-8 2,5-Dimethylthiophene ND 23 ND 5.0

872-55-9 2-Ethylthiophene ND 23 ND 5.0

110-81-6 Diethyl Disulfide ND 12 ND 2.5

ND = Compound was analyzed for, but not detected above the laboratory detection limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

Koo

Date: | |2 o

00055SVG.RET - MBlank

20SULFUR.XLT -

Page No.:



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 3
Client: Helphinkley.org
Client Sample ID: Sludge Site CAS Project ID: P2800055
Client Project ID: Hinkley Baseline/Background Samples CAS Sample ID: P2800055-001
Test Code: EPA TO-15 Modified Date Collected: 1/9/08
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: 1/9/08
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 0.10 Liter(s)
Test Notes:
CAS # Compound Result MRL Result MRL Data
png/m* pg/m? ppbV ppbV Qualifier

115-07-1 Propene ND 5.0 ND 2.9

75-71-8 Dichlorodifluoromethane (CFC 12) ND 5.0 ND 1.0

74-87-3 Chloromethane ND 5.0 ND 2.4

1,2-Dichloro-1,1,2,2-

76-14-2 tetrafluoroethane (CFC 114) ND >0 ND 0.72
~75-01-4 Vinyl Chloride ND 5.0 ND 2.0

106-99-0 1,3-Butadiene ND 5.0 ND 23

74-83-9 Bromomethane ND 5.0 ND 1.3

75-00-3 Chloroethane ND 5.0 ND 1.9

64-17-5 Ethanol 74 50 39 27

75-05-8 Acetonitrile ND 5.0 ND 3.0

107-02-8 Acrolein ND 5.0 ND 2.2

67-64-1 Acetone ND 50 ND 21

75-69-4 Trichlorofluoromethane ND 5.0 ND 0.89

67-63-0 2-Propanol (Isopropyl Alcohol) 7.2 5.0 2.9 2.0

107-13-1 Acrylonitrile ND 5.0 ND 2.3

75-35-4 1,1-Dichloroethene ND 5.0 ND 1.3

75-09-2 Methylene Chloride ND 5.0 ND 1.4

107-05-1 3-Chloro-1-propene (Allyl Chloride) ND 5.0 ND 1.6

76-13-1 Trichlorotrifluoroethane ND 5.0 ND 0.65

75-15-0 Carbon Disulfide ND 5.0 ND 1.6

156-60-5 trans-1,2-Dichloroethene ND 5.0 ND 1.3

75-34-3 1,1-Dichloroethane ND 5.0 ND 1.2

1634-04-4 Methyl tert-Butyl Ether ND 5.0 ~ ND 1.4

108-05-4 Vinyl Acetate ND 50 ND 14

78-93-3 2-Butanone (MEK) ND 5.0 ND 1.7

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

00055VOA.RE] - Sample

Verified By:

e
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Date:_|, b.bl&g 6
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 3

Client: Helphinkley.org

Client Sample ID: Sludge Site CAS Project ID: P2800055

Client Project ID: Hinkley Baseline/Background Samples CAS Sample ID: P2800055-001

Test Code: EPA TO-15 Modified Date Collected: 1/9/08

Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: 1/9/08

Analyst: Chelsea Brouillette Date Analyzed: 1/10/08

Sampling Media:  Tedlar Bag Volume(s) Analyzed: 0.10 Liter(s)

Test Notes:

CAS # Compound Result MRL Result MRL Data
pg/m’ pg/m? ppbV ppbV Qualifier

156-59-2 cis-1,2-Dichloroethene ND 5.0 ND 1.3
141-78-6 Ethyl Acetate ND 5.0 ND 1.4
110-54-3 n-Hexane ND 5.0 ND 1.4
67-66-3 Chloroform ND 5.0 ND 1.0
109-99-9 Tetrahydrofuran (THF) ND 5.0 ND 1.7
107-06-2 1,2-Dichloroethane ND 5.0 ND 1.2
71-55-6 1,1,1-Trichloroethane ND 5.0 ND 0.92
71-43-2 Benzene ND 5.0 ND 1.6
56-23-5 Carbon Tetrachloride ND 5.0 ND 0.80
110-82-7 Cyclohexane ND 5.0 ND 1.5
78-87-5 1,2-Dichloropropane ND 5.0 ND 1.1
75-27-4 Bromodichloromethane ND 5.0 ND 0.75
79-01-6 Trichloroethene ND 5.0 ND 0.93
123-91-1 1,4-Dioxane ND 5.0 ND 1.4
80-62-6 Methyl Methacrylate ND 5.0 ‘ ND 1.2
142-82-5 n-Heptane ND 5.0 ND 1.2
10061-01-5 cis-1,3-Dichloropropene ND 5.0 ND 1.1
108-10-1 4-Methyl-2-pentanone ND 5.0 ND 1.2
10061-02-6 trans-1,3-Dichloropropene ND 5.0 ND 1.1

~_79-00-5 1,1,2-Trichloroethane ND 5.0 ND 0.92
108-88-3 Toluene ND 5.0 ND 1.3
591-78-6 2-Hexanone ND 5.0 ND 1.2
124-48-1 Dibromochloromethane ND 5.0 ND 0.59
106-93-4 1,2-Dibromoethane ND 5.0 ND 0.65
123-86-4 n-Butyl Acetate ND 5.0 ND 1.1

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: e o Date:__ || ) »|a¥ 7
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 3 of 3
Client: Helphinkley.org CAS Project ID: P2800055
Client Sample ID: Sludge Site CAS Sample ID: P2800055-001
Client Project ID: Hinkley Baseline/Background Samples
Test Code: EPA TO-15 Modified Date Collected: 1/9/08
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: 1/9/08
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media:  Tedlar Bag Volume(s) Analyzed: 0.10 Liter(s)
Test Notes:
Result MRL Result MRL Data
CAS # Compound pg/m? pg/m? ppbV ppbV Qualifier
111-65-9 n-Octane ND 5.0 ND 1.1
127-18-4 Tetrachloroethene ND 5.0 ND 0.74
108-90-7 Chlorobenzene ND 5.0 ND 1.1
100-41-4 Ethylbenzene ND 5.0 ND 1.2
179601-23-1 m,p-Xylenes ND 10 ND 23
75-25-2 Bromoform ND 5.0 ND 0.48
100-42-5 Styrene ND 5.0 ND 1.2
95-47-6 o-Xylene ND 5.0 ND 1.2
111-84-2 n-Nonane ND 5.0 ND 0.95
79-34-5 1,1,2,2-Tetrachloroethane ND 5.0 ND 0.73
98-82-8 Cumene ND 5.0 ND 1.0
80-56-8 alpha-Pinene ND 5.0 ND 0.90
103-65-1 n-Propylbenzene ND 5.0 ND 1.0
622-96-8 4-Ethyltoluene ND 5.0 ND 1.0
108-67-8 1,3,5-Trimethylbenzene ND 5.0 ND 1.0
95-63-6 1,2,4-Trimethylbenzene ND 5.0 ND 1.0
100-44-7 Benzyl Chloride ND 5.0 ND 0.97
541-73-1 1,3-Dichlorobenzene ND 5.0 ND 0.83
106-46-7 1,4-Dichlorobenzene ND 5.0 ND 0.83
95-50-1 1,2-Dichlorobenzene ND 5.0 ND 0.83
5989-27-5 d-Limonene ND 5.0 ND 0.90
96-12-8 1,2-Dibromo-3-chloropropane ND 5.0 ND 0.52
120-82-1 1,2,4-Trichlorobenzene ND 5.0 ND 0.67
91-20-3 Naphthalene ND 5.0 ND 0.95
87-68-3 Hexachlorobutadiene ND 5.0 ND 0.47

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

00055VOA.REI - Sample
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 3
Client: Helphinkley.org
Client Sample ID: Method Blank CAS Project ID: P2800055
Client Project ID: Hinkley Baseline/Background Samples CAS Sample ID: P080110-MB
Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6§90N/MS16 Date Received: NA
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media:  Tedlar Bag Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
CAS# Compound Result MRL Result MRL Data
pg/m’ pg/m? ppbV ppbV Qualifier

115-07-1 Propene ND 0.50 ND 0.29

75-71-8 Dichlorodifluoromethane (CFC 12) ND 0.50 ND 0.10

74-87-3 Chloromethane ND 0.50 ND 0.24

1,2-Dichloro-1,1,2,2-

76-14-2 tetrafluoroethane (CFC 114) ND 0.50 ND 0.072

75-01-4 Vinyl Chloride ND 0.50 ND 0.20

106-99-0 1,3-Butadiene ND 0.0 ND 0.23 -

74-83-9 Bromomethane ND 0.50 ND 0.13

75-00-3 Chloroethane ND 0.50 ND 0.19

64-17-5 Ethanol ND 5.0 ND 2.7

75-05-8 Acetonitrile ND 0.50 ND 0.30

107-02-8 Acrolein ND 0.50 ND 0.22

67-64-1 Acetone ND 5.0 ND 2.1

75-69-4 Trichlorofluoromethane ND 0.50 ND 0.089

67-63-0 2-Propanol (Isopropyl Alcohol) ND 0.50 ND 0.20

107-13-1 Acrylonitrile ND 0.50 ND 0.23

75-35-4 1,1-Dichloroethene ND 0.50 ND 0.13

75-09-2 Methylene Chloride ND 0.50 ND 0.14

107-05-1 3-Chloro-1-propene (Allyl Chloride) ND 0.50 ND 0.16

76-13-1 Trichlorotrifluoroethane ND 0.50 ND 0.065

75-15-0 Carbon Disulfide ND 0.50 ND 0.16

156-60-5 trans-1,2-Dichloroethene ND 0.50 ND 0.13

75-34-3 1,1-Dichloroethane ND 0.50 ND 0.12

1634-04-4 Methy! tert-Butyl Ether ND 0.50 ND 0.14

108-05-4 Vinyl Acetate ND 5.0 ND 14

78-93-3 2-Butanone (MEK) ND 0.50 ND 0.17

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: \ T Date:_| |2.2|0%~ 9
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 3

Client: Helphinkley.org

Client Sample ID: Method Blank CAS Project ID: P2800055

Client Project ID: Hinkley Baseline/Background Samples CAS Sample ID: P080110-MB

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: NA

Analyst: Chelsea Brouillette Date Analyzed: 1/10/08

Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 1.00 Liter(s)

Test Notes:

CAS # Compound Result MRL Result MRL Data
pg/m? ug/m’ ppbV ppbV Qualifier

156-59-2 cis-1,2-Dichloroethene ND 0.50 ND 0.13
141-78-6 Ethyl Acetate ND 0.50 ND 0.14
110-54-3 n-Hexane ND 0.50 ND 0.14
67-66-3 Chloroform ND 0.50 ND 0.10
109-99-9 Tetrahydrofuran (THF) ND 0.50 ND 0.17
107-06-2 1,2-Dichloroethane ND 0.50 ND 0.12
71-55-6 1,1,1-Trichloroethane ND 0.50 ND 0.092
71-43-2 Benzene ND 0.50 ND 0.16
56-23-5 Carbon Tetrachloride ND 0.50 ND 0.080
110-82-7 Cyclohexane ND 0.50 ND 0.15
78-87-5 1,2-Dichloropropane ND 0.50 ND 0.11
75-27-4 Bromodichloromethane ND 0.50 ND 0.075
79-01-6 Trichloroethene ND 0.50 ND 0.093
123-91-1 1,4-Dioxane ND 0.50 ND 0.14
80-62-6 Methyl Methacrylate ND 0.50 ND 0.12
142-82-5 n-Heptane ND 0.50 ND 0.12
10061-01-5 cis-1,3-Dichloropropene ND 0.50 ND 0.11
108-10-1 4-Methyl-2-pentanone ND 0.50 ND 0.12
10061-02-6 trans-1,3-Dichloropropene ND 0.50 ND 0.11
79-00-5 1,1,2-Trichloroethane ND 0.50 ND 0.092
108-88-3 Toluene ND 0.50 ND 0.13
591-78-6 2-Hexanone ND 0.50 ND 0.12
124-48-1 Dibromochloromethane ND 0.50 ND 0.059
106-93-4 1,2-Dibromoethane ND 0.50 ND 0.065
123-80-4 n-Butyl Acetate ND 0.50 ND 0.11

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

K.

Date: | [2.5]0%
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 3 of 3

Client: Helphinkley.org CAS Project ID: P2800055
Client Sample ID: Method Blank CAS Sample ID: P080110-MB
Client Project ID: Hinkley Baseline/Background Samples

Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5975Cinert/6890N/MS16 Date Received: NA
Analyst: Chelsea Brouillette Date Analyzed: 1/10/08
Sampling Media: ~ Tedlar Bag Volume(s) Analyzed: 1.00 Litex(s)
Test Notes:
Result MRL Result MRL Data
CAS # Compound pg/m? pg/m? ppbV ppbV Qualifier
111-65-9 n-Octane ND 0.50 ND 0.11
127-18-4 Tetrachloroethene ND 0.50 ND 0.074
108-90-7 Chlorobenzene ND 0.50 ND 0.11
100-41-4 Ethylbenzene ND 0.50 ND 0.12
179601-23-1 m,p-Xylenes ND 1.0 ND 0.23
75-25-2 Bromoform ND 0.50 ND 0.048
100-42-5 Styrene ND 0.50 ND 0.12
95-47-6 o-Xylene ND 0.50 ND 0.12
111-84-2 n-Nonane ND 0.50 ND 0.095
79-34-5 1,1,2,2-Tetrachloroethane ND 0.50 ND 0.073
98-82-8 Cumene ND 0.50 . ND 0.10
80-56-8 alpha-Pinene ND 0.50 ND 0.090
103-65-1 n-Propylbenzene ND 0.50 ND 0.10
622-96-8 4-Ethyltoluene ND 0.50 ND 0.10
108-67-8 1,3,5-Trimethylbenzene ND 0.50 ND 0.10
95-63-6 1,2,4-Trimethylbenzene ND 0.50 ND 0.10
100-44-7 Benzyl Chloride ND 0.50 ND 0.097
541-73-1 1,3-Dichlorobenzene ND 0.50 ND 0.083
106-46-7 1,4-Dichlorobenzene ND 0.50 ND 0.083
95-50-1 1,2-Dichlorobenzene ND 0.50 ND 0.083
5989-27-5 d-Limonene ND 0.50 ND 0.090
96-12-8 1,2-Dibromo-3-chloropropane ND 0.50 ND 0.052
120-82-1 1,2,4-Trichlorobenzene ND 0.50 ND 0.067
91-20-3 Naphthalene ND 0.50 ND 0.095
87-68-3 Hexachlorobutadiene ND 0.50 ND 0.047

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: e Date: | [0® [0K 1 1
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Columbia Analytical Services, Inc.
Sample Acceptance Check Form

Client: Helphinkley.org Work order: P2800055
Project: Hinkley Baseline/Background Samples
Sample(s) received on: 1/9/08 Date opened: 1/9/08 by: LK

Note: This form is used for all samples received by CAS. The use of this form for custody seals is strictly meant to indicate presence/absence and not as an indication of

compliance or nonconformity. Thermal preservation and pH will only be evaluated either at the request of the client or as required by the method/SOP.

Yes No NA
1 Were sample containers properly marked with client sample ID? ‘ , O O
2 Did sample containers arrive in good condition? O O
3 Were chain-of-custody papers used and filled out? O O
4  Did sample container labels and/or tags agree with custody papers? O O
5 -~ Was sample volume received adequate for analysis? O O
6  Aresamples within specified holding times? O -
7 Was proper temperature (thermal preservation) of cooler at receipt adhered to? O O
Cooler Temperature NA °C
Blank Temperature NA °C
8  Were custody seals on outside of cooler/Box? O O
Location of seal(s)? Sealing Lid? [ O
Were signature and date included? O O
Were seals intact? O O
Were custody seals on outside of sample container? O O
Location of seal(s)? Sealing Lid? [ O
Were signature and date included? O O
Were seals intact? O 0O
9 Is pH (acid) preservation necessary, according to method/SOP or Client specified information? O O
Is there a client indication that the submitted samples are pH (acid) preserved? O O
Were VOA vials checked for presence/absence of air bubbles? O O
Does the client/method/SOP require that the analyst check the sample pH and if necessary alter it? O O
10 Tubes: Are the tubes capped and intact? O O
Do they contain moisture? O O
11 Badges: Are the badges properly capped and intact? O O
O O

Are dual bed badges separated and individually capped and intact?

P2800055-001 NA

Explain any discrepancies: (include lab sample ID numbers):

—
N
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