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"A Center for Excellence in Analytical Chemistry and Environmental Microbiology"

Weston Solutions

November 09, 2006

2433 Impala Drive

CRG

Carlbad, CA  92008

Regards,

ATTN: Wendy Rose

Weston Solutions Project ID: POLB Pier E
Re: 26187cP  Project ID: 

Please don't hesitate to call if you have any questions and thank you very much for using our laboratory for your 
analtytical needs.  

Misty Mercier

CRG Marine Laboratories

CRG Laboratories is pleased to provide you with the enclosed analytical data report for your POLB Pier E 
project.  According to the chain-of-custody, 4 samples were received intact at CRG on 10/10/2006.   Per your 
instructions, the samples were analyzed for:

Ammonia-N Using Method SM 4500-NH3 F
Trace Metals By ICPMS Using Method EPA 1640m

Acid Extractable Compounds By GCMS Using Method EPA 625m
Aroclor PCBs By GCMS Using Method EPA 625m
Chlorinated Pesticides By GCMS Using Method EPA 625m
Organotins By GCMS Using Method Krone et al., 1989
PCB Congeners By GCMS Using Method EPA 625m
Polynuclear Aromatic Hydrocarbons By GCMS Using Method EPA 625m

Mercury (Hg) By CVAFS Using Method EPA 245.7m
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TRACE METAL 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) 3.7 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) 4.04 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) 0.021 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) 0.52 µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) 0.225 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) 0.6 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) 8.8 µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) 0.081 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) 55.76 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) 31.702 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) 1.222 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) 0.22 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) 0.011 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) 0.919 µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) 14.42 µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) 2.004 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R2

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) 3.92 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) 3.99 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) 0.022 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) 0.53 µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) 0.223 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) 0.62 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) 9.1 µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) 0.077 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) 55.57 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) 32.212 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) 1.255 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) 0.23 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) J 0.008 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) 0.866 µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) 14.22 µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) 2.126 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R2



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) 4.25 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) 2.59 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) 0.029 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) 0.38 µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) 0.511 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) 0.66 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) 10.4 µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) 0.144 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) 50.61 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) 19.852 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) 2.35 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) 0.08 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) J 0.008 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) 0.801 µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) 8.39 µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) 1.232 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) 3.1 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) 2.36 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) 0.021 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) 0.51 µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) 0.465 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) 0.6 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) 9.4 µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) 0.089 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) 59.63 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) 31.772 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) 1.427 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) 0.17 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) 0.012 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) 0.715 µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) 6.19 µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) 0.363 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) 1.28 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) 5.78 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) 0.014 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) 0.75 µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) 0.479 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) 0.58 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) 6 µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) 0.062 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) 33.7 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) 13.032 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) 0.911 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) 0.07 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) 0.698 µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) 15.28 µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) 0.412 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

LCM-CRG Seawater

Matrix: Seawater

Date Sampled:
Date Received:Replicate #: LCM1

QAQCCRG  ID#: 45606 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) 0.07 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) 1.96 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) 0.082 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) 0.55 µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) 0.033 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) 1.93 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) J 0.5 µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) J 0.007 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) 0.16 µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) 9.537 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) 0.386 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) 0.04 µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) 0.01 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) 0.445 µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) 2.13 µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) 0.092 µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45606 LCM1



ACID EXTRACTABLE COMPOUND 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Acid Extractable Compounds
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(2,4,6-Tribromophenol) 89 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d5-Phenol) 81 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4,6-Trichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dimethylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Chlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methyl-4,6-dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Chloro-3-methylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pentachlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Acid Extractable Compounds
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(2,4,6-Tribromophenol) 90 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d5-Phenol) 65 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4,6-Trichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dimethylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Chlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methyl-4,6-dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Chloro-3-methylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pentachlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Acid Extractable Compounds
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(2,4,6-Tribromophenol) 85 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d5-Phenol) 68 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4,6-Trichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dimethylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Chlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methyl-4,6-dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Chloro-3-methylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pentachlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Acid Extractable Compounds
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(2,4,6-Tribromophenol) 91 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d5-Phenol) 25 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4,6-Trichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dimethylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Chlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methyl-4,6-dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Chloro-3-methylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pentachlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Acid Extractable Compounds
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(2,4,6-Tribromophenol) 79 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d5-Phenol) 35 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4,6-Trichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dimethylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Chlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methyl-4,6-dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Chloro-3-methylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pentachlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



AROCLOR-BASED PCB 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Aroclor PCBs
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aroclor 1016 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1221 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1232 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1242 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1248 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1254 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1260 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Aroclor PCBs
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aroclor 1016 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1221 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1232 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1242 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1248 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1254 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1260 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Aroclor PCBs
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aroclor 1016 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1221 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1232 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1242 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1248 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1254 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1260 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Aroclor PCBs
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aroclor 1016 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1221 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1232 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1242 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1248 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1254 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1260 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Aroclor PCBs
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aroclor 1016 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1221 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1232 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1242 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1248 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1254 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1260 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



CHLORINATED PESTICIDE 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(PCB030) 93 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB112) 97 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB198) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(TCMX) 93 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-beta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-delta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
cis-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
DCPA (Dacthal) ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dicofol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dieldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan Sulfate ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-I ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-II ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Endrin Aldehyde ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin Ketone ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor Epoxide ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Methoxychlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Mirex ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Oxychlordane ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perthane ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Chlordane 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable DDTs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Toxaphene ND ng/L 5010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
trans-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(PCB030) 89 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB112) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB198) 86 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(TCMX) 77 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-beta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-delta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
cis-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
DCPA (Dacthal) ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dicofol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dieldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan Sulfate ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-I ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-II ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Endrin Aldehyde ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin Ketone ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor Epoxide ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Methoxychlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Mirex ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Oxychlordane ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perthane ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Chlordane 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable DDTs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Toxaphene ND ng/L 5010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
trans-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(PCB030) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB112) 99 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB198) 94 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(TCMX) 84 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-beta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-delta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
cis-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
DCPA (Dacthal) ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dicofol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dieldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan Sulfate ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-I ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-II ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Endrin Aldehyde ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin Ketone ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor Epoxide ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Methoxychlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Mirex ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Oxychlordane ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perthane ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Chlordane 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable DDTs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Toxaphene ND ng/L 5010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
trans-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(PCB030) 88 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB112) 94 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB198) 93 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(TCMX) 75 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-beta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-delta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
cis-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
DCPA (Dacthal) ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dicofol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dieldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan Sulfate ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-I ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-II ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Endrin Aldehyde ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin Ketone ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor Epoxide ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Methoxychlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Mirex ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Oxychlordane ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perthane ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Chlordane 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable DDTs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Toxaphene ND ng/L 5010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
trans-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(PCB030) 90 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB112) 89 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB198) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(TCMX) 79 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-beta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-delta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
cis-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
DCPA (Dacthal) ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dicofol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dieldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan Sulfate ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-I ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-II ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Endrin Aldehyde ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin Ketone ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor Epoxide ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Methoxychlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Mirex ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Oxychlordane ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perthane ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Chlordane 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable DDTs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Toxaphene ND ng/L 5010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
trans-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



ORGANOTIN 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Organotins
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(Tripentyltin) 101 % RecoveryKrone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Dibutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Monobutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tetrabutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tributyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Organotins
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(Tripentyltin) 94 % RecoveryKrone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Dibutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Monobutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tetrabutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tributyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Organotins
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(Tripentyltin) 102 % RecoveryKrone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Dibutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Monobutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tetrabutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tributyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Organotins
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(Tripentyltin) 108 % RecoveryKrone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Dibutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Monobutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tetrabutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tributyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Organotins
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(Tripentyltin) 107 % RecoveryKrone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Dibutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Monobutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tetrabutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tributyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



CONGENER-BASED PCB 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB018 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB028 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB031 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB033 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB037 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB044 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB049 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB052 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB066 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB070 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB074 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB077 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB081 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB087 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB095 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB097 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB099 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB101 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB105 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB110 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB114 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB118 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB119 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB123 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB126 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB128+167 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB138 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB141 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB149 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB151 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB153 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB156 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB157 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB158 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB168+132 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB169 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB170 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB177 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB180 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB183 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB187 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB189 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB194 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB200 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB201 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB206 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PCBs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB018 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB028 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB031 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB033 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB037 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB044 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB049 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB052 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB066 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB070 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB074 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB077 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB081 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB087 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB095 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB097 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB099 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB101 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB105 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB110 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB114 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB118 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB119 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB123 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB126 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB128+167 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB138 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB141 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB149 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB151 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB153 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB156 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB157 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB158 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB168+132 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB169 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB170 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB177 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB180 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB183 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB187 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB189 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB194 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB200 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB201 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB206 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PCBs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB018 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB028 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB031 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB033 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB037 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB044 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB049 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB052 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB066 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB070 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB074 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB077 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB081 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB087 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB095 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB097 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB099 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB101 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB105 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB110 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB114 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB118 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB119 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB123 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB126 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB128+167 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB138 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB141 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB149 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB151 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB153 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB156 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB157 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB158 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB168+132 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB169 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB170 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB177 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB180 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB183 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB187 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB189 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB194 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB200 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB201 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB206 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PCBs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB018 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB028 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB031 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB033 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB037 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB044 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB049 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB052 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB066 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB070 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB074 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB077 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB081 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB087 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB095 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB097 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB099 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB101 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB105 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB110 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB114 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB118 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB119 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB123 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB126 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB128+167 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB138 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB141 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB149 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB151 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB153 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB156 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB157 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB158 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB168+132 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB169 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB170 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB177 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB180 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB183 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB187 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB189 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB194 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB200 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB201 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB206 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PCBs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB018 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB028 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB031 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB033 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB037 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB044 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB049 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB052 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB066 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB070 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB074 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB077 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB081 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB087 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB095 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB097 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB099 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB101 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB105 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB110 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB114 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB118 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB119 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB123 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB126 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB128+167 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB138 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB141 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB149 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB151 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB153 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB156 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB157 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB158 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB168+132 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB169 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB170 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB177 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB180 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB183 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB187 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB189 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB194 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB200 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB201 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB206 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PCBs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



POLYNUCLEAR AROMATIC 
HYDROCARBON RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(d10-Acenaphthene) 96 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d10-Phenanthrene) 96 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Chrysene) 105 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Perylene) 114 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d8-Naphthalene) 85 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylnaphthalene 5.29 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylphenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,3,5-Trimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,6-Dimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methylnaphthalene 5.24 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthene 27.99 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthylene J 2.28 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benz[a]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[a]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[b]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[e]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[g,h,i]perylene 10.48 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[k]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Biphenyl 5.48 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chrysene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenz[a,h]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenzothiophene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluorene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Indeno[1,2,3-c,d]pyrene 14.08 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Naphthalene 10.5 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenanthrene J 4.13 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pyrene 31.4 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PAHs 116.87 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(d10-Acenaphthene) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d10-Phenanthrene) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Chrysene) 103 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Perylene) 114 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d8-Naphthalene) 82 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylphenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,3,5-Trimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,6-Dimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthene 20.93 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthylene 5.47 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benz[a]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[a]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[b]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[e]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[g,h,i]perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[k]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Biphenyl J 4.97 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chrysene 6.26 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenz[a,h]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenzothiophene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluoranthene 27.55 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluorene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Indeno[1,2,3-c,d]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Naphthalene 8.97 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pyrene 44.22 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PAHs 118.37 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(d10-Acenaphthene) 93 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d10-Phenanthrene) 94 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Chrysene) 97 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Perylene) 108 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d8-Naphthalene) 83 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylphenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,3,5-Trimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,6-Dimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methylnaphthalene 6.07 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthylene J 3.87 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Anthracene 13.59 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benz[a]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[a]pyrene 14.96 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[b]fluoranthene 23.83 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[e]pyrene 11.86 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[g,h,i]perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[k]fluoranthene 22.94 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Biphenyl 5.52 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chrysene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenz[a,h]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenzothiophene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluorene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Indeno[1,2,3-c,d]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Naphthalene 19 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pyrene 10.42 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PAHs 132.06 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(d10-Acenaphthene) 91 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d10-Phenanthrene) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Chrysene) 104 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Perylene) 109 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d8-Naphthalene) 78 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylnaphthalene J 4.45 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylphenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,3,5-Trimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,6-Dimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methylnaphthalene J 3.94 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthene 27.03 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benz[a]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[a]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[b]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[e]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[g,h,i]perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[k]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Biphenyl J 4.91 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chrysene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenz[a,h]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenzothiophene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluorene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Indeno[1,2,3-c,d]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Naphthalene 10.05 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pyrene J 3.51 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PAHs 53.89 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(d10-Acenaphthene) 93 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d10-Phenanthrene) 95 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Chrysene) 104 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Perylene) 102 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d8-Naphthalene) 78 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylnaphthalene J 2.22 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylphenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,3,5-Trimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,6-Dimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methylnaphthalene J 3.67 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benz[a]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[a]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[b]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[e]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[g,h,i]perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[k]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Biphenyl 10.14 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chrysene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenz[a,h]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenzothiophene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluorene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Indeno[1,2,3-c,d]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Naphthalene 16.83 ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PAHs 32.86 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2



GENERAL CHEMISTRY 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Ammonia-N 0.9 mg/L 0.050.01SM 4500-NH3 F 01-Nov-0601-Nov-06 26187c-110106Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45602 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06Replicate #: R1

1 Bottom CompCRG  ID#: 45603 Sample 
Description:

15:08
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Ammonia-N 0.9 mg/L 0.050.01SM 4500-NH3 F 01-Nov-0601-Nov-06 26187c-110106Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45603 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Top CompCRG  ID#: 45604 Sample 
Description:

17:07
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Ammonia-N 0.8 mg/L 0.050.01SM 4500-NH3 F 01-Nov-0601-Nov-06 26187c-110106Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45604 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R1

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Ammonia-N 0.3 mg/L 0.050.01SM 4500-NH3 F 01-Nov-0601-Nov-06 26187c-110106Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06Replicate #: R2

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Ammonia-N 0.3 mg/L 0.050.01SM 4500-NH3 F 01-Nov-0601-Nov-06 26187c-110106Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45605 R2
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PROCEDURAL BLANK 
RESULTS 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aluminum (Al) ND µg/L 63EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Antimony (Sb) ND µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Arsenic (As) ND µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Beryllium (Be) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cadmium (Cd) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Chromium (Cr) ND µg/L 0.050.025EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Cobalt (Co) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Copper (Cu) ND µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Iron (Fe) ND µg/L 10.5EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Lead (Pb) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Manganese (Mn) ND µg/L 0.020.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Mercury (Hg) ND µg/L 0.020.01EPA 245.7m 24-Oct-0624-Oct-06 26187c-2078Total
Molybdenum (Mo) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Nickel (Ni) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Selenium (Se) ND µg/L 0.0150.01EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Silver (Ag) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Thallium (Tl) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Tin (Sn) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Titanium (Ti) ND µg/L 0.070.035EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Vanadium (V) ND µg/L 0.040.02EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total
Zinc (Zn) ND µg/L 0.010.005EPA 1640m 01-Nov-0629-Oct-06 26187c-15024Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Acid Extractable Compounds
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(2,4,6-Tribromophenol) 71 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d5-Phenol) 76 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4,6-Trichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dichlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dimethylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4-Dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Chlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methyl-4,6-dinitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Chloro-3-methylphenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4-Nitrophenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pentachlorophenol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenol ND ng/L 200100EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Aroclor PCBs
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Aroclor 1016 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1221 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1232 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1242 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1248 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1254 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aroclor 1260 ND ng/L 2010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(PCB030) 94 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB112) 88 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(PCB198) 104 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(TCMX) 94 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDD ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDE ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
4,4'-DDT ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Aldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-beta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-delta ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
BHC-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-alpha ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chlordane-gamma ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
cis-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
DCPA (Dacthal) ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dicofol ND ng/L 10050EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dieldrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan Sulfate ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-I ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endosulfan-II ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Chlorinated Pesticides
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Endrin Aldehyde ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Endrin Ketone ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Heptachlor Epoxide ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Methoxychlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Mirex ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Oxychlordane ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perthane ND ng/L 105EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Chlordane 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable DDTs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Toxaphene ND ng/L 5010EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
trans-Nonachlor ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Organotins
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(Tripentyltin) 106 % RecoveryKrone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Dibutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Monobutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tetrabutyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total
Tributyltin ND ng/L 31Krone et al., 1989 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB018 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB028 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB031 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB033 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB037 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB044 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB049 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB052 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB066 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB070 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB074 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB077 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB081 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB087 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB095 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB097 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB099 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB101 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB105 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB110 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB114 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB118 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB119 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB123 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB126 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

PCB Congeners
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

PCB128+167 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB138 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB141 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB149 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB151 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB153 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB156 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB157 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB158 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB168+132 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB169 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB170 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB177 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB180 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB183 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB187 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB189 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB194 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB200 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB201 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
PCB206 ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PCBs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

(d10-Acenaphthene) 100 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d10-Phenanthrene) 100 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Chrysene) 114 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d12-Perylene) 62 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
(d8-Naphthalene) 86 % RecoveryEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
1-Methylphenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,3,5-Trimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2,6-Dimethylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
2-Methylnaphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Acenaphthylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benz[a]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[a]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[b]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[e]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[g,h,i]perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Benzo[k]fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Biphenyl ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Chrysene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenz[a,h]anthracene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Dibenzothiophene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluoranthene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Fluorene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Polynuclear Aromatic Hydrocarbons
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Indeno[1,2,3-c,d]pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Naphthalene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Perylene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Phenanthrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Pyrene ND ng/L 51EPA 625m 07-Nov-0618-Oct-06 26187c-20089Total
Total Detectable PAHs 0 ng/LEPA 625m 07-Nov-0618-Oct-06 26187c-20089Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:Replicate #: B1

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

DILUTION FACTOR: 1

CONSTITUENT RESULT UNITS MDL RLMETHOD DATE 
PROCESSED

DATE 
ANALYZED

BATCH IDFRACTION

Ammonia-N ND mg/L 0.050.01SM 4500-NH3 F 01-Nov-0601-Nov-06 26187c-110106Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; J= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable; MI = Matrix Interferance

California ELAP Certificate # 2261
45601 B1
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CRG Marine Laboratories, Inc.
MATRIX SPIKE QAQC REPORT

Project ID: 26187c
Sample ID: 45606-LCS1/LCS2 LCM-CRG SeawaterQAQC Date Sampled:

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

Trace Metals Batch ID:26187c-15024
Aluminum (Al) 0 0 0 23.3 23.920 20 35 - 150%116 11923.3 23.9PASS PASS

Antimony (Sb) 0.07 0.07 0.07 8.55 8.1810 10 40 - 105%85 818.48 8.110PASS PASS

Arsenic (As) 1.96 1.96 1.96 21.86 21.8920 20 65 - 125%100 10019.9 19.93PASS PASS

Beryllium (Be) 0 0 0 19.11 19.620 20 50 - 110%96 9819.11 19.6PASS PASS

Cadmium (Cd) 0.082 0.082 0.082 8.741 8.26210 10 60 - 120%87 828.659 8.18PASS PASS

Chromium (Cr) 0.55 0.55 0.55 19.05 19.0920 20 70 - 130%93 9318.5 18.54PASS PASS

Cobalt (Co) 0.033 0.033 0.033 18.08 18.0320 20 65 - 120%90 9018.05 18PASS PASS

Copper (Cu) 1.93 1.93 1.93 21.79 21.0920 20 55 - 120%99 9619.86 19.16PASS PASS

Iron (Fe) 0.5 0.5 0.5 16.7 17.320 20 30 - 110%81 8416.2 16.8PASS PASS

Lead (Pb) 0.007 0.007 0.007 17.02 16.1720 20 50 - 120%85 8117.01 16.16PASS PASS

Manganese (Mn) 0.16 0.16 0.16 21.73 21.5920 20 50 - 120%108 10721.57 21.43PASS PASS

Mercury (Hg) 0 0 0 1.25 1.241 1 60 - 140%125 1241.25 1.24PASS PASS

Molybdenum (Mo) 9.537 9.537 9.537 29.32 29.2420 20 55 - 135%99 9919.78 19.70PASS PASS

Nickel (Ni) 0.386 0.386 0.386 18.58 17.5920 20 50 - 120%91 8618.19 17.20PASS PASS

Selenium (Se) 0.04 0.04 0.04 19.32 18.7120 20 50 - 110%96 9319.28 18.67PASS PASS
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Sample ID: 45606-LCS1/LCS2 LCM-CRG SeawaterQAQC Date Sampled:

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

Silver (Ag) 0 0 0 9.74 8.2410 10 50 - 125%97 829.74 8.24PASS PASS

Thallium (Tl) 0.01 0.01 0.01 18.55 18.5720 20 50 - 120%93 9318.54 18.56PASS PASS

Tin (Sn) 0 0 0 19.15 17.7420 20 50 - 125%96 8919.15 17.74PASS PASS

Titanium (Ti) 0.445 0.445 0.445 22.32 22.5920 20 70 - 130%109 11121.88 22.15PASS PASS

Vanadium (V) 2.13 2.13 2.13 23.88 23.6920 20 70 - 130%109 10821.75 21.56PASS PASS

Zinc (Zn) 0.092 0.092 0.092 19.41 20.0620 20 45 - 105%97 10019.32 19.97PASS PASS
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CRG Marine Laboratories, Inc.
MATRIX SPIKE QAQC REPORT

Project ID: 26187c
Sample ID: 45605-MS1/MS1 ELUTRIATE2 Bottom Comp Date Sampled: 10/5/2006

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

Chlorinated Pesticides Batch ID:26187c-20089
(PCB030) 0 0 0 327.9 327.9400 400 40 - 130%82 82327.9 327.9PASS PASS

(PCB112) 0 0 0 342.5 342.5400 400 60 - 120%86 86342.5 342.5PASS PASS

(PCB198) 0 0 0 337.0 337.0400 400 60 - 120%84 84337.0 337.0PASS PASS

(TCMX) 0 0 0 354 354400 400 40 - 130%88 88354 354PASS PASS

2,4'-DDD 0 0 0 361.6 361.6400 400 50 - 140%90 90361.6 361.6PASS PASS

2,4'-DDE 0 0 0 363.7 363.7400 400 60 - 130%91 91363.7 363.7PASS PASS

2,4'-DDT 0 0 0 303.5 303.5400 400 40 - 130%76 76303.5 303.5PASS PASS

4,4'-DDD 0 0 0 334.1 334.1400 400 70 - 130%84 84334.1 334.1PASS PASS

4,4'-DDE 0 0 0 424.4 424.4400 400 70 - 130%106 106424.4 424.4PASS PASS

4,4'-DDT 0 0 0 310.3 310.3400 400 MDL - 150%78 78310.3 310.3PASS PASS

Aldrin 0 0 0 361.3 361.3400 400 50 - 130%90 90361.3 361.3PASS PASS

BHC-alpha 0 0 0 350 350400 400 60 - 130%87 87350 350PASS PASS

BHC-beta 0 0 0 333.4 333.4400 400 65 - 125%83 83333.4 333.4PASS PASS

BHC-delta 0 0 0 322 322400 400 65 - 125%80 80322 322PASS PASS

BHC-gamma 0 0 0 325.7 325.7400 400 50 - 125%81 81325.7 325.7PASS PASS
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Sample ID: 45605-MS1/MS1 ELUTRIATE2 Bottom Comp Date Sampled: 10/5/2006

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

Chlordane-alpha 0 0 0 384.3 384.3400 400 60 - 130%96 96384.3 384.3PASS PASS

Chlordane-gamma 0 0 0 358.9 358.9400 400 60 - 130%90 90358.9 358.9PASS PASS

cis-Nonachlor 0 0 0 367.9 367.9400 400 60 - 120%92 92367.9 367.9PASS PASS

DCPA (Dacthal) 0 0 0 360.9 360.9400 400 60 - 140%90 90360.9 360.9PASS PASS

Dicofol 0 0 0 423.7 423.7400 400 70 - 130%106 106423.7 423.7PASS PASS

Dieldrin 0 0 0 419.8 419.8400 400 65 - 125%105 105419.8 419.8PASS PASS

Endosulfan Sulfate 0 0 0 380.4 380.4400 400 60 - 125%95 95380.4 380.4PASS PASS

Endosulfan-I 0 0 0 374.9 374.9400 400 60 - 125%94 94374.9 374.9PASS PASS

Endosulfan-II 0 0 0 426.4 426.4400 400 60 - 125%107 107426.4 426.4PASS PASS

Endrin 0 0 0 444.5 444.5400 400 65 - 135%111 111444.5 444.5PASS PASS

Endrin Aldehyde 0 0 0 0 0400 400 60 - 110%0 00 0FAIL FAIL

Endrin Ketone 0 0 0 333.2 333.2400 400 40 - 130%83 83333.2 333.2PASS PASS

Heptachlor 0 0 0 282.0 282.0400 400 45 - 135%71 71282.0 282.0PASS PASS

Heptachlor Epoxide 0 0 0 336 336400 400 65 - 130%84 84336 336PASS PASS

Methoxychlor 0 0 0 310.1 310.1400 400 MDL - 155%78 78310.1 310.1PASS PASS

Mirex 0 0 0 401.7 401.7400 400 50 - 125%100 100401.7 401.7PASS PASS

Oxychlordane 0 0 0 454.1 454.1400 400 60 - 120%114 114454.1 454.1PASS PASS

Perthane 0 0 0 328.9 328.9400 400 60 - 140%82 82328.9 328.9PASS PASS

trans-Nonachlor 0 0 0 367.9 367.9400 400 55 - 130%92 92367.9 367.9PASS PASS

Organotins Batch ID:26187c-20089
(Tripentyltin) 0 0 0 1066 1066840 840 50 - 130%127 1271066 1066PASS PASS
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Sample ID: 45605-MS1/MS1 ELUTRIATE2 Bottom Comp Date Sampled: 10/5/2006

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

Dibutyltin 0 0 0 386 386800 800 MDL - 144%48 48386 386PASS PASS

Monobutyltin 0 0 0 46 46800 800 40 - 130%6 646 46FAIL FAIL

Tetrabutyltin 0 0 0 1070 1070900 900 65 - 125%119 1191070 1070PASS PASS

Tributyltin 0 0 0 1030 10301000 1000 70 - 130%103 1031030 1030PASS PASS

PCB Congeners Batch ID:26187c-20089
PCB018 0 0 0 316.7 316.7320 320 60 - 125%99 99316.7 316.7PASS PASS

PCB028 0 0 0 314.3 314.3320 320 60 - 125%98 98314.3 314.3PASS PASS

PCB031 0 0 0 325.8 325.8320 320 60 - 125%102 102325.8 325.8PASS PASS

PCB033 0 0 0 311.1 311.1320 320 60 - 125%97 97311.1 311.1PASS PASS

PCB037 0 0 0 352.7 352.7320 320 60 - 125%110 110352.7 352.7PASS PASS

PCB044 0 0 0 299.9 299.9320 320 60 - 125%94 94299.9 299.9PASS PASS

PCB049 0 0 0 309.2 309.2320 320 60 - 125%97 97309.2 309.2PASS PASS

PCB052 0 0 0 302.3 302.3320 320 60 - 125%94 94302.3 302.3PASS PASS

PCB066 0 0 0 333.5 333.5320 320 60 - 125%104 104333.5 333.5PASS PASS

PCB070 0 0 0 317.3 317.3320 320 60 - 125%99 99317.3 317.3PASS PASS

PCB074 0 0 0 328.1 328.1320 320 60 - 125%103 103328.1 328.1PASS PASS

PCB077 0 0 0 366.1 366.1320 320 60 - 125%114 114366.1 366.1PASS PASS

PCB081 0 0 0 343.1 343.1320 320 60 - 125%107 107343.1 343.1PASS PASS

PCB087 0 0 0 300.7 300.7320 320 60 - 125%94 94300.7 300.7PASS PASS

PCB095 0 0 0 298.4 298.4320 320 60 - 125%93 93298.4 298.4PASS PASS

PCB097 0 0 0 314.5 314.5320 320 60 - 125%98 98314.5 314.5PASS PASS
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Sample ID: 45605-MS1/MS1 ELUTRIATE2 Bottom Comp Date Sampled: 10/5/2006

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

PCB099 0 0 0 289.7 289.7320 320 60 - 125%91 91289.7 289.7PASS PASS

PCB101 0 0 0 305.0 305.0320 320 60 - 125%95 95305.0 305.0PASS PASS

PCB105 0 0 0 342.2 342.2320 320 60 - 125%107 107342.2 342.2PASS PASS

PCB110 0 0 0 323.5 323.5320 320 60 - 125%101 101323.5 323.5PASS PASS

PCB114 0 0 0 339.4 339.4320 320 60 - 125%106 106339.4 339.4PASS PASS

PCB118 0 0 0 334.9 334.9320 320 60 - 125%105 105334.9 334.9PASS PASS

PCB119 0 0 0 316.6 316.6320 320 60 - 125%99 99316.6 316.6PASS PASS

PCB123 0 0 0 343.5 343.5320 320 60 - 125%107 107343.5 343.5PASS PASS

PCB126 0 0 0 351.3 351.3320 320 60 - 125%110 110351.3 351.3PASS PASS

PCB128+167 0 0 0 675.6 675.6640 640 60 - 125%106 106675.6 675.6PASS PASS

PCB138 0 0 0 339 339320 320 60 - 125%106 106339 339PASS PASS

PCB141 0 0 0 304 304320 320 60 - 125%95 95304 304PASS PASS

PCB149 0 0 0 297.1 297.1320 320 60 - 125%93 93297.1 297.1PASS PASS

PCB151 0 0 0 300.7 300.7320 320 60 - 125%94 94300.7 300.7PASS PASS

PCB153 0 0 0 315.8 315.8320 320 60 - 125%99 99315.8 315.8PASS PASS

PCB156 0 0 0 357.7 357.7320 320 60 - 125%112 112357.7 357.7PASS PASS

PCB157 0 0 0 350.6 350.6320 320 60 - 125%110 110350.6 350.6PASS PASS

PCB158 0 0 0 335.1 335.1320 320 60 - 125%105 105335.1 335.1PASS PASS

PCB168+132 0 0 0 624.9 624.9640 640 60 - 125%98 98624.9 624.9PASS PASS

PCB169 0 0 0 379.6 379.6320 320 60 - 125%119 119379.6 379.6PASS PASS

PCB170 0 0 0 339.7 339.7320 320 60 - 125%106 106339.7 339.7PASS PASS

Page 4 of 6



Sample ID: 45605-MS1/MS1 ELUTRIATE2 Bottom Comp Date Sampled: 10/5/2006

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

PCB177 0 0 0 328.1 328.1320 320 60 - 125%103 103328.1 328.1PASS PASS

PCB180 0 0 0 319.9 319.9320 320 60 - 125%100 100319.9 319.9PASS PASS

PCB183 0 0 0 308.4 308.4320 320 60 - 125%96 96308.4 308.4PASS PASS

PCB187 0 0 0 308.7 308.7320 320 60 - 125%96 96308.7 308.7PASS PASS

PCB189 0 0 0 344.2 344.2320 320 60 - 125%108 108344.2 344.2PASS PASS

PCB194 0 0 0 339 339320 320 60 - 125%106 106339 339PASS PASS

PCB200 0 0 0 308.4 308.4320 320 60 - 125%96 96308.4 308.4PASS PASS

PCB201 0 0 0 323.0 323.0320 320 60 - 125%101 101323.0 323.0PASS PASS

PCB206 0 0 0 331.5 331.5320 320 60 - 125%104 104331.5 331.5PASS PASS

Polynuclear Aromatic Hydrocarbons Batch ID:26187c-20089
(d10-Acenaphthene) 0 0 0 873.2 873.21000 1000 50 - 130%87 87873.2 873.2PASS PASS

(d10-Phenanthrene) 0 0 0 941.3 941.31000 1000 70 - 130%94 94941.3 941.3PASS PASS

(d12-Chrysene) 0 0 0 1031 10311000 1000 70 - 130%103 1031031 1031PASS PASS

(d12-Perylene) 0 0 0 1097 10971000 1000 60 - 140%110 1101097 1097PASS PASS

(d8-Naphthalene) 0 0 0 752.8 752.81000 1000 40 - 120%75 75752.8 752.8PASS PASS

1-Methylnaphthalene 4.45 2.22 3.335 192 192200 200 50 - 120%94 94188.6 188.6PASS PASS

1-Methylphenanthrene 0 0 0 200.2 200.2200 200 70 - 130%100 100200.2 200.2PASS PASS

2,3,5-Trimethylnaphthalene 0 0 0 199.7 199.7200 200 45 - 130%100 100199.7 199.7PASS PASS

2,6-Dimethylnaphthalene 0 0 0 205.9 205.9200 200 55 - 125%103 103205.9 205.9PASS PASS

2-Methylnaphthalene 3.94 3.67 3.805 197.2 197.2200 200 50 - 130%97 97193.4 193.4PASS PASS

Acenaphthene 27.03 0 13.515 208.7 208.7200 200 70 - 130%98 98195.2 195.2PASS PASS
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Sample ID: 45605-MS1/MS1 ELUTRIATE2 Bottom Comp Date Sampled: 10/5/2006

Parameter Non-Spiked Sample 
Concentration

Rep-1 Rep-2 Mean

Matrix Spike Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Matrix Spike Duplicate  Results
Gross 
Conc.

Net 
Conc.

Spike 
Conc.

Percent 
Recovery

Acceptance 
RangeComment Comment

Acenaphthylene 0 0 0 172.5 172.5200 200 60 - 120%86 86172.5 172.5PASS PASS

Anthracene 0 0 0 208.0 208.0200 200 60 - 130%104 104208.0 208.0PASS PASS

Benz[a]anthracene 0 0 0 224.6 224.6200 200 70 - 140%112 112224.6 224.6PASS PASS

Benzo[a]pyrene 0 0 0 227.6 227.6200 200 70 - 130%114 114227.6 227.6PASS PASS

Benzo[b]fluoranthene 0 0 0 225.5 225.5200 200 60 - 140%113 113225.5 225.5PASS PASS

Benzo[e]pyrene 0 0 0 233 233200 200 70 - 130%116 116233 233PASS PASS

Benzo[g,h,i]perylene 0 0 0 244.9 244.9200 200 50 - 140%122 122244.9 244.9PASS PASS

Benzo[k]fluoranthene 0 0 0 238.8 238.8200 200 70 - 130%119 119238.8 238.8PASS PASS

Biphenyl 4.91 10.14 7.525 196.1 196.1200 200 50 - 120%94 94188.6 188.6PASS PASS

Chrysene 0 0 0 218 218200 200 70 - 130%109 109218 218PASS PASS

Dibenz[a,h]anthracene 0 0 0 215.7 215.7200 200 60 - 130%108 108215.7 215.7PASS PASS

Dibenzothiophene 0 0 0 201.6 201.6200 200 70 - 130%101 101201.6 201.6PASS PASS

Fluoranthene 0 0 0 219.0 219.0200 200 70 - 130%110 110219.0 219.0PASS PASS

Fluorene 0 0 0 207.5 207.5200 200 70 - 130%104 104207.5 207.5PASS PASS

Indeno[1,2,3-c,d]pyrene 0 0 0 241.8 241.8200 200 70 - 130%121 121241.8 241.8PASS PASS

Naphthalene 10.05 16.83 13.44 174 174200 200 50 - 120%80 80160.5 160.5PASS PASS

Perylene 0 0 0 244.1 244.1200 200 65 - 135%122 122244.1 244.1PASS PASS

Phenanthrene 0 0 0 231.3 231.3200 200 70 - 130%116 116231.3 231.3PASS PASS

Pyrene 3.51 0 1.755 173.4 173.4200 200 70 - 130%86 86171.6 171.6PASS PASS
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CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier EBS1Replicate #:

CONSTITUENT % RECOVERY TRUE VALUE ACCEPTANCE 
RANGE

METHOD COMMENTFRACTION

Ammonia-N SM 4500-NH3 F 0.25 70 - 130% PASS92 mg/LDissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45601 BS1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier EBS2Replicate #:

CONSTITUENT % RECOVERY TRUE VALUE ACCEPTANCE 
RANGE

METHOD COMMENTFRACTION

Ammonia-N SM 4500-NH3 F 0.25 70 - 130% PASS96 mg/LDissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45601 BS2



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier EMS1Replicate #:

CONSTITUENT % RECOVERY TRUE VALUE ACCEPTANCE 
RANGE

METHOD COMMENTFRACTION

Ammonia-N SM 4500-NH3 F 0.25 70 - 130% PASS92 mg/LDissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45605 MS1



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier EMS2Replicate #:

CONSTITUENT % RECOVERY TRUE VALUE ACCEPTANCE 
RANGE

METHOD COMMENTFRACTION

Ammonia-N SM 4500-NH3 F 0.25 70 - 130% PASS100 mg/LDissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= 
Not Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45605 MS2



PRECISION DATA 



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

LCM-CRG Seawater

Matrix: Seawater

Date Sampled:
Date Received:

Batch ID: 26187c-15024 Date Processed: 29-Oct-06
Date Analyzed: 01-Nov-06

QAQCCRG  ID#: 45606 Sample 
Description: POLB Pier E

CONSTITUENT ACCEPTANCE 
RANGE

METHOD COMMENTLCS1 LCS2
µg µg

% RPDFRACTION

Aluminum (Al) EPA 1640m PASS23.3 23.9 0 - 30%3Total
Antimony (Sb) EPA 1640m PASS8.55 8.18 0 - 30%4Total
Arsenic (As) EPA 1640m PASS21.86 21.89 0 - 30%0Total
Beryllium (Be) EPA 1640m PASS19.11 19.6 0 - 30%3Total
Cadmium (Cd) EPA 1640m PASS8.741 8.262 0 - 30%6Total
Chromium (Cr) EPA 1640m PASS19.05 19.09 0 - 30%0Total
Cobalt (Co) EPA 1640m PASS18.08 18.03 0 - 30%0Total
Copper (Cu) EPA 1640m PASS21.79 21.09 0 - 30%3Total
Iron (Fe) EPA 1640m PASS16.7 17.3 0 - 30%4Total
Lead (Pb) EPA 1640m PASS17.02 16.17 0 - 30%5Total
Manganese (Mn) EPA 1640m PASS21.73 21.59 0 - 30%1Total
Mercury (Hg) EPA 245.7m PASS1.25 1.24 0 - 30%1Total
Molybdenum (Mo) EPA 1640m PASS29.32 29.24 0 - 30%0Total
Nickel (Ni) EPA 1640m PASS18.58 17.59 0 - 30%5Total
Selenium (Se) EPA 1640m PASS19.32 18.71 0 - 30%3Total
Silver (Ag) EPA 1640m PASS9.74 8.24 0 - 30%17Total
Thallium (Tl) EPA 1640m PASS18.55 18.57 0 - 30%0Total
Tin (Sn) EPA 1640m PASS19.15 17.74 0 - 30%8Total
Titanium (Ti) EPA 1640m PASS22.32 22.59 0 - 30%1Total
Vanadium (V) EPA 1640m PASS23.88 23.69 0 - 30%1Total
Zinc (Zn) EPA 1640m PASS19.41 20.06 0 - 30%3Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= Not 
Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45606



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

Trace Metals
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 04-Oct-06
Date Received: 10-Oct-06

Batch ID: 26187c-15024 Date Processed: 29-Oct-06
Date Analyzed: 01-Nov-06

1 Top CompCRG  ID#: 45602 Sample 
Description:

13:59
POLB Pier E

CONSTITUENT ACCEPTANCE 
RANGE

METHOD COMMENTR1 R2
µg/L µg/L

% RPDFRACTION QUALIFIER
R1 R2

Antimony (Sb) EPA 1640m PASS3.7 3.92 0 - 30%6Total
Arsenic (As) EPA 1640m PASS4.04 3.99 0 - 30%1Total
Cadmium (Cd) EPA 1640m PASS0.021 0.022 0 - 30%5Total
Chromium (Cr) EPA 1640m PASS0.52 0.53 0 - 30%2Total
Cobalt (Co) EPA 1640m PASS0.225 0.223 0 - 30%1Total
Copper (Cu) EPA 1640m PASS0.6 0.62 0 - 30%3Total
Iron (Fe) EPA 1640m PASS8.8 9.1 0 - 30%3Total
Lead (Pb) EPA 1640m PASS0.081 0.077 0 - 30%5Total
Manganese (Mn) EPA 1640m PASS55.76 55.57 0 - 30%0Total
Molybdenum (Mo) EPA 1640m PASS31.702 32.212 0 - 30%2Total
Nickel (Ni) EPA 1640m PASS1.222 1.255 0 - 30%3Total
Selenium (Se) EPA 1640m PASS0.22 0.23 0 - 30%4Total
Tin (Sn) EPA 1640m FAIL0.011 0.008 0 - 30%32Total NA NA
Titanium (Ti) EPA 1640m PASS0.919 0.866 0 - 30%6Total
Vanadium (V) EPA 1640m PASS14.42 14.22 0 - 30%1Total
Zinc (Zn) EPA 1640m PASS2.004 2.126 0 - 30%6Total

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= Not 
Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45602



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

CONSTITUENT ACCEPTANCE 
RANGE

METHOD COMMENTMS1 MS2
% Recovery % Recovery

% RPDFRACTION

Ammonia-N SM 4500-NH3 F PASS92 100 0 - 30%8Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= Not 
Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45605



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

ELUTRIATE

Matrix: Seawater

Date Sampled: 05-Oct-06
Date Received: 10-Oct-06

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

2 Bottom CompCRG  ID#: 45605 Sample 
Description:

15:25
POLB Pier E

CONSTITUENT ACCEPTANCE 
RANGE

METHOD COMMENTR1 R2
mg/L mg/L

% RPDFRACTION QUALIFIER
R1 R2

Ammonia-N SM 4500-NH3 F PASS0.3 0.3 0 - 30%0Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= Not 
Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45605



CRG Marine Laboratories, Inc.
2020 Del Amo Blvd., Suite 200, Torrance, CA 90501-1206 (310) 533-5190  FAX (310) 533-5003 crglabs@sbcglobal.net

General Chemistry
CRG Project ID: 26187cClient: Weston Solutions

Procedural Blank

Matrix: DI Water

Date Sampled:
Date Received:

Batch ID: 26187c-110106 Date Processed: 01-Nov-06
Date Analyzed: 01-Nov-06

QAQCCRG  ID#: 45601 Sample 
Description: POLB Pier E

CONSTITUENT ACCEPTANCE 
RANGE

METHOD COMMENTBS1 BS2
% Recovery % Recovery

% RPDFRACTION

Ammonia-N SM 4500-NH3 F PASS92 96 0 - 30%4Dissolved

MDL= Method Detection Limit (CFR 40 Part 136); RL= Reporting Limit; E= Estimated Value below the RL and above the MDL; ND= Not 
Detected; NA= Not Applicable.

California ELAP Certificate # 2261
45601
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